[Comparative characterization of the polystyrene plates used in enzyme immunoassay].
The data on the comparison of the quality of polystyrene plates manufactured in the USSR with those manufactured by a number of foreign producers are presented. These data indicate that the capacity of antibodies adsorbed on a polystyrene plate for the sorption of antigens depend on the properties of the polymer surface and vary for different plates.